Good news and bad news.
Current delivery systems for the Sapien XT valve for the native pulmonary valve are unacceptable stiff and poorly design for implantation in the pulmonary outflow tract. This report details improvisation of the Melody Ensemble for easier pulmonary outflow tract delivery of the Sapien XT valve. The unacceptable cost of the utilization of two delivery systems for valve implantation, requires industry development of an safe, effective delivery system appropriate for the pulmonary outflow tract.